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O YELLOW  INTERLOCK ON F13 P B

O YELLOW  MUTE ON F8 (N )

O GREEN  START ON Fo 71~
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O RED BLOCK  ON F15

O GREEN  CLEAR  ON F14
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FEATURE [ ON OFF [ RATING LIGHT CURTAIN CONNECTIONS TO CONTROL MODULE
F1  [24v ov [1A SAFETY OUTPUT (OSSD) (Rx) J2 (Tx) J4
F2  |CLOSE [OPEN [2A 110V(T+10mS) [SAFETY RELAY OUTPUT
F3 [CLOSE |OPEN [1A 24V STATUS RELAY OUTPUT 1 | RED 1 |RED
F4 |OPEN |CLOSE| 1A STATUS RELAY OUTPUT w wwﬂmz w mmm_.m%é
J3  |MODE |- - SWITCH
J5 RANGE |- _ SWITCH 4 | YELLOW 4 | WHITE
F7  |[12v oV |aw MUTE INDICATOR S | WHITE S | PINK
F8 |24V oV | 14mA MUTE INPUT 6 [BROWN 6 | BROWN
FO  [2av  |ov  |7mA START/RESTART INPUT w mmm_w w mm\m_w
F10 [24v oV |14mA FLOATING BLANKING
F11  [24v oV |14mA MONITORING
F12 |[24v ov |1.5A POWER SUPPLY
HM mm_.m_.mn_v,_s - _nw_mﬁmm %mm_mommﬂm LIGHT CURTAINS RANGE 0.5 — 15 M Tx+Rx
_ N .
Fz  |RED - INDIGATOR GUARD BLOCK @ MODEL [ MODEL [K(mm){M(mm)[C(mm)|Beams| N(mm)| Kg
F16 [YELLOW |[ON | INDICATOR INTERLOCK 072-150{701530S| 175 | 212 | 242 8 29.8 | 0.6
F17 |[24v oV |50mA SAFETY RELAY INPUT 072-151{703030S| 321 | 357 | 387 16 | 29.8 | 1.2
072-152[704530S| 467 | 503 | 533 24 | 29.8 | 1.8
072-153[706030S| 613 | 648 | 678 32 | 298 | 2.4
MODE J3 (USING F9) RANGE J5 072—-154[707530S| 759 | 794 824 40 29.8 3.0
oI b 072-155(709030S| 904 | 940 | 970 48 | 29.8 | 3.6
5§ HE 072-156(710530S|1050 | 1085 | 1115 | 56 | 29.8 | 4.2
. , 072—-157(712030S| 1196 | 1231 | 1261 | 64 | 29.8 | 4.8
$Efd  NO INTERLOCK (SETUP) $§EE10.5m TO 1m 072-158(7140305| 1342 | 1377 | 1407 | 72 | 29.8 | 5.4
LER] START INTERLOCK JEH1m TO 4m 072-159(714030S|1488 | 1522 | 1552 | 80 | 29.8 | 6.0
) )l@ 072—-160(716530S| 1634 | 1668 | 1698 | 88 | 29.8 | 6.6
3FF RESTART INTERLOCK § EFl4m 10 15m 072-161[7180305| 1779 | 1814 | 1844 | 96 | 29.8 | 7.2
. START + RESTART INTERLOCK 072—-162[719030S| 1925 | 1960 | 1990 | 104 | 29.8 | 7.6
bEH -2 @ @l\ @ 072—163(721030S| 2071 | 2106 | 2136 | 112 | 29.8 | 8.4
072-201[703070S| 303 | 324 | 354 4 69.8 | 1.2
@A/ FLOATING BLANKING F10 072-203[705370S| 536 | 558 | 588 8 69.8 | 1.8
072-204[706570S| 652 | 675 | 705 10 | 69.8 | 2.4
BEAMS BLANKED 072-205[707570s| 769 | 791 | 821 | 12 | 69.8 | 3.0
0 / 1 2 3 072-206(710070S| 1002 | 1024 | 1054 | 16 | 69.8 | 4.2
y Y, 072-207(7123708| 1235 | 1257 | 1287 | 20 mm.m 4.8
J1/7 _/ J1/7 J1/7 NJ1/7| | |072—208(714670S| 1469 | 1490 | 1520 | 24 . 6.0
24\ 24V. /7||24v_N91/7)24v. 072-209(718070S| 1818 | 1840 | 1870 | 30 | 69.8 | 7.2
ov _\1/8llov _INJ1/8|lov N\ J1/8{|ov _N\J1/8
24V N\ I1/9(|24v_J1/9|[24v_IN_J1/9||24v_N\J1/9
ov 31710y _~41/10|[ov N1/ 19|y _INJ1/10
MODEL | MODEL BEAM PITCH _[M (mm)| RANGE | Kg.
N(mm)=30 N(mm)=48 N(mm)=66 N(mm)=84
(mm) / (mm) (mm) {mm) @ 072-250|70604155| 2 @ 500mm 612 |0.5-15m| 1.9
— 072-251|7080300S| 3 ® 450mm 845 |0.5—15m| 2.5
@l\: N = 30mm ONLY ! 072-252|7120300S| 4 @ 400mm 1195 | 0.5—15m| 3.5
mﬁqmwz >z._wﬁwz //I@ /I@ //@
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INPUT / OUTPUT CONNECTIONS
[41] 46 ]
16 |==Not Used 24VDC (16 [—F12 L+ +10% -==1.5A
TRANSMITTER RECEIVER @ 15 L ==Not Used ovDC [15f=—F12 L—
14|= OV F7 MUTE INDICATOR 14|-—F12 =
P 13|12V F7 MUTE INDICATOR 24v |13 [-==F9 START/RESTART
7000 CONTROL MODULE SMARTSCAN 12|-=-0V F8 MUTE INPUT B 12 |=s—F9 START/RESTART
E— 11 |~e-24V F8 MUTE INPUT A 11 |==—F1 SAFETY OUTPUT 0SSD2
T = 20mSecs Model  [XXXXX 10|~=—0V F10 2B FLOATING BLANKING 10[=F1 SAFETY OUTPUT OSSD1
24V — 1.5A P65 Serial [XXXXXX] 9 |~=24V F10 2A FLOATING BLANKING —— 9 |-=F2 SAFETY RELAY O/P
EN61496—1 & IEC61496-2 TYPE 4 vr.p001] 8 [==-0V F10 1B FLOATING BLANKING »—— 8 [-=—F2_SAFETY RELAY 0O/P
olote = Authorised Person 7 |~=-24V F10 1A FLOATING BLANKING o— 7 |—=F17 SAFETY RELAY INPUT
= = 60V o— 6 |—=F17 SAFETY RELAY INPUT
Smartscan Ltd. 5 24V —~—— 5 == F2 SAFETY RELAY O/P
Gorby, NNT7 Sk UK 44— 0V F11 M,\_oZ_qom_zo mw ,~—— 4 {==F2 SAFETY RELAY O/P
) oqx1. 34— 24v F11 (MONITORING A 3 [==STATUS RELAY O/P
Tel +44 (0)1536 401313 21 =0V ﬂ 2 le=—F4 STATUS RELAY O\_u M \ W
Fax +44 (0)1536 268954 1424V -—— 1 =F3 STATUS RELAY 0/P (N/O
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